The fieldmaster 101 PR automatic visual field screener--technical evaluation and clinical results.
The perimetric concept and the technical construction of the Fieldmaster 101 PR were evaluated. 64 eyes of patients and 10 normal subjects were examined. We conclude that the Fieldmaster is a well-engineered instrument, using an inefficient test strategy. The presentation of visual field results could be improved. Clinical results of the patient examinations are presented.